MODIFIED ORSAT APPARATUS
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chimney-gases. Instead of the cuprous chloride pipette and the palladium - combustion tube it contains a combustion apparatus, consisting of two separate, vessels, the bulb O and the aspirator CR, as shown in Fig. 44; or it may be shaped like a Hempel pipette for solid absorbents, as shown infrti, Fig. 51, p. 85, provided with a straight instead of with a bent capillary tube. The bulb O contains a platinum wire, 0-25 to 0-3 mm.
FIG. 44.
in diameter, attached to brass electrodes, and is heated by a current of 5 amperes. The lens L affords increased accuracy in reading. Pipettes K and P serve for the determination of carbon dioxide and oxygen. CR is a movable reservoir for the rapid joint estimation of carbon monoxide and hydrogen (a more detailed description is given in Lunge-Keane's Technical Methods of Chemical Analysis, vol. i., part I, pp. 203 et seq.; on pp. 219 etseq. another apparatus of Sodeau is fully described). The apparatus of Babb (/. Amer. Chem. Soc., 1905, xxvii. p. 156) comprises six absorbing pipettes, holding 250 c.c. each,